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between two consecutive resistances on the adjustable arm, for
instance, it may be found that say 836 ohms in the adjustable arm
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were too little and 837 ohms too much. The fractions of an ohm
in a case like this can be obtained by observation of the deflections
of the galvanometer. In the example cited, suppose the deflection
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